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A systematic investigation of single particle inductively coupled plasma mass spectrometry (spICP-MS)
signal proﬁles recorded with normal (ms-range) and high (ms-range) temporal resolution for spherical
and rod-shaped gold nanoparticles was performed. The experiments with nanorods were carried out on
hemispherically capped cylindrical particles synthesized in the aspect ratio range from 1.5 to 4.5. A
comparison of NP signals and time proﬁles for spherical and rod-shaped NPs revealed that (i) the volume
of the particles can be assessed by conventional spICP-MS measurements using a joint, linear calibration
plot; and (ii) the shape of signal time proﬁles and transit times for equal-volume spherical and rod-
shaped NPs are diﬀerent, based on which the aspect ratio can be calculated. By using the statistical
evaluation of the high resolution signal time proﬁles, an analytical method was developed for the
discrimination and dimensional analysis of nanorod-shaped NPs. The method is based on observing the
shortest and longest transit times for nanoparticles. In the case of spherical NPs, these transit times are
very similar, whereas in the case of nanorods, the shortest and longest transit times correlate with the
characteristic width and length of the particles, respectively. This method is the ﬁrst nanorod
dimensional characterization method in the literature, which is based solely on ICP-MS measurements. It
was shown that the accuracy of the method is very good – the characteristic length and width of the
particles could be determined with less than 6% error.1. Introduction
Nanoscience is a rapidly upcoming eld in science and tech-
nology. Nanomaterials (nanoparticles, nanocomposites, nano-
structures, etc.) are nowadays widely used in a broad range of
application elds from medicine to energetics and sensorics to
catalysis.1–4 Initially, isotropic or (quasi-)spherical nanoparticles
(NPs) were used in applications due to the ease of their
synthesis. Later, as the synthesis of anisotropic NPs became
more eﬃcient and reproducible,5,6 the exploration of the unique
mechanical and optical properties of these structures as well as
their utility also started.7
The rst anisotropic nanoparticles to receive attention were
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y of Natural Resources and Life Sciences,
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tion (ESI) available. See DOI:
hemistry 2017biocompatibility.8,9 It was found that even the simplest aniso-
tropic geometry, the rod shape, oﬀers benets over spheroidal
NPs in terms of their tunable surface plasmon resonance (SPR),
namely, they display two SPR absorption bands (known as
transverse and longitudinal plasmon bands), and while the
transverse SPR band is always located in the visible part of the
electromagnetic spectrum (at around 500–600 nm), the peak
wavelength of the longitudinal band strongly depends on the
aspect ratio.10,11 Thus nanorods can have widely tunable light
absorption anywhere in the visible or NIR range, which is
a valuable property e.g. in biomedical or sensor applications
(allowing for a boost of selectivity or sensitivity).6,12
Nowadays, most gold nanorods used are crystalline or poly-
crystalline and are synthesized in an aqueous medium, using
cetyltrimethylammonium bromide (CTAB) mediated proce-
dures or by reduction of gold inside some solid template such as
anodized aluminum oxide.6,12 The structural characterization
(determination of the shape, size and aspect ratio) of the
nanorods is typically done by using transmission electron
microscopy (TEM) and UV-vis spectroscopy.10
In single particle (or particle-mode) inductively coupled
plasma mass spectrometry (spICP-MS), the ICP-MS is used in
the time-resolved mode for the measurement of nano-
dispersions intentionally so dilute that each particle is detectedJ. Anal. At. Spectrom., 2017, 32, 2455–2462 | 2455
Table 1 ICP-MS instrumental settings and conditions
Parameter/device NexION 350 Agilent 7700
RF power 1400 W 1550 W
Plasma gas ow rate 20.0 L min1 15.0 L min1
Carrier gas ow rate 1.05 L min1 1.05 L min1
Plasma sampling
depth
4 mm 10 mm
Measurement mode TRA TRA
Dwell time 20 ms 6 ms
Acquisition time 60 s 100 s
Nebulizer MicroMist MicroMist
Spray chamber Cyclonic Scott double-pass
JAAS Paperseparately as a narrow signal peak with a height that is
proportional to themass (number of atoms) of the analyte in the
NP. The time resolution is normally 5–10 ms, which is available
on most modern ICP-MS spectrometers. By statistical evalua-
tion of the time-resolved signal, information can be obtained
about not only the elemental (isotopic) composition of the NPs,
but also their size distribution, as well as the particle concen-
tration. For monometallic NPs, the typical size detection limits
range from 10 to 30 nm depending on the sensitivity of the
instrument and the abundance of the measured isotope.13–16
Recently, quadrupole ICP-MS instruments with fast data
acquisition rates allowing for 10–20 microsecond dwell times
(“high time resolution”) became available commercially. Since
the duration of the NP signal peak in an ICP-MS is in the
hundreds of microseconds range, the peak can be adequately
resolved in high resolution spICP-MS (HR-spICP-MS).17–19 In
addition, the dynamic range of spICP-MS measurements can
also be extended.19 Thus, high time resolution can potentially
extend the capabilities of the spICP-MS technique.
The fundamental question behind the present study was
whether the combination of normal and high time resolution
spICP-MS measurements could provide information about the
shape and dimensions of NPs or not. Our working hypothesis
was that while the mean size (volume) of the particles can be
estimated from normal time resolution spICP-MS measure-
ments, the diﬀerences between the HR signal time proles for
spherical and rod-shaped NPs could be related to the aspect
ratio. The assessment was done by examining the signal time
proles for spherical gold NPs and gold nanorods of various
sizes and aspect ratios. Gold NP standards and gold nanorods
specically synthesized by wet-chemical methods in our labo-
ratory for the purpose of the present study were used in this
investigation.2. Experimental
2.1. ICP-MS instrumentation
Two ICP-MS instruments were used in the time resolved anal-
ysis (TRA) measurements. Normal resolution (millisecond
integration time) spICP-MS measurements were performed
mostly on an Agilent 7700 type instrument (University of
Szeged, Szeged, Hungary), while the high resolution (micro-
second integration time) HR-spICP-MS measurements were all
carried out on a PerkinElmer NexION 350 type instrument
(University of Natural Resources and Life Sciences, Vienna,
Austria). On the NexION 350, the Nano soware module (Syn-
gistix Nano Application Module) was used for data collection.
The instrumental settings and conditions are summarized in
Table 1.2.2. Gold nanorods and nanospheres
All reagents used in the synthesis and nanodispersion prepa-
ration were of analytical purity, except for deionized water,
which was of trace analytical purity (MilliPore Elix 5 with
Synergy, USA). In every case, the nanodispersions were prepared
with 105 mL1 particle concentration and were always sonicated2456 | J. Anal. At. Spectrom., 2017, 32, 2455–2462gently for 5 minutes prior to spICP-MS measurement in order to
avoid aggregation (NEY Bransonic 300, USA).
Gold nanorods. The gold nanorods were synthesized by the
so template (seed-mediated growth) method described by
Zhou et al.20 For the sake of stability, nally the CTAB ligand on
the surface of the nanorods was exchanged with citrate
according to the method described by Mehtala.21 This modi-
cation was carried out by concentrating the nanorods by ultra-
centrifugation (13 000 rpm for 30 minutes), suspending the
nanorods in a 5mL portion of a 5mM trisodium citrate solution
and keeping the mixture at room temperature for 12 h. The
citrate modication was completed by repeating the process
three times. The citrate-coated Au nanorods were found to be
stable for weeks at 25 C.
The synthesized nanorods were characterized by UV-vis
spectroscopy, high resolution TEM and dynamic light scat-
tering (DLS) measurements. The UV-vis plasmonic bands were
recorded on a Shimadzu UV-1800 spectrometer, using a quartz
cuvette with a one centimeter optical length. The wavelengths of
the plasmon peaks in the UV-vis spectra were used to calculate
the aspect ratio of the synthesized nanorods. The aspect ratio
values obtained in this way agreed well (within 10%) with the
aspect ratios determined by HR-TEM. HR-TEM images were
recorded on a Tecnai G2 instrument, using a 200 kV acceler-
ating voltage, and analyzed by using the open-source ImageJ
soware. In all cases, 10–12 TEM images were taken of all
samples, thereby evaluating ca. 100 pieces of nanorods, and
nally the average length and average width values were
calculated along with their standard deviations. The corre-
sponding aspect ratio was calculated using the average data and
is given without any standard deviation. DLS measurements
were performed at 25  0.1 C with a Zetasizer Nano ZS appa-
ratus (Malvern Instruments, UK) equipped with a He–Ne laser
source (l ¼ 633 nm). DLS data were therefore only used as
a secondary check on the HR-TEM length data. In order to
conserve space here, only representative HR-TEM images of
four diﬀerent aspect ratio gold nanorods are shown in Fig. 1, at
two magnications. DLS measurements only provide hydrody-
namic diameters, which correspond reasonably well with the
length of nanorods.
Detailed dimensional data for all nanorods in the experi-
ments can be seen in Table 2. Please note that six diﬀerentThis journal is © The Royal Society of Chemistry 2017
Fig. 1 Representative HR-TEM images of four synthesized gold
nanorods, taken using higher and lowermagniﬁcations. The respective
aspect ratios are indicated in the top right corner of the images.
Table 2 Dimensional data on all gold nanoparticles used in the
experiments. Tolerance values represent the standard deviation
Nanospheres
Diameter (nm)
20.0  1.8
28.8  3.6
39.3  3.2
61.3  8.7
75.4  9.5
Nanorods
Aspect ratio Width (nm) Length (nm)
1.50 31.2  3.8 46.9  9.0
1.95 33.4  4.6 65.2  7.6
2.25 29.5  5.3 66.4  10.4
2.45 29.0  6.2 71.2  11.7
2.63 17.4  1.2 45.5  6.3
3.21 28.0  3.2 89.8  13.1
3.80 15.5  1.4 58.4  4.4
4.57 16.1  4.6 73.5  10.7
Paper JAASnanorods were synthesized in our laboratory, while two further
nanorods (with aspect ratios of 2.62 and 3.80) were commer-
cially obtained from NanoComposix (USA). In the case of in-lab
synthesized nanorods, the data shown in Table 2 were obtained
by considering data from all three characterization methods,
while data for the two commercial nanorods were taken from
their certicates. Please note that due to the special features ofThis journal is © The Royal Society of Chemistry 2017the synthesis, some particles with diﬀerent aspect ratios may
have similar widths or lengths.
Gold nanospheres. All spherical gold nanoparticles used in
the experiments were commercially obtained from Ted Pella
(USA). They were citrate-stabilized PELCO NanoXact particles
with nominal diameters of 20, 30, 40, 60 and 75 nm. The exact,
certied diameter data of these nanoparticles can be seen in
Table 2. The aspect ratio (AR) 1.0 values are indicated for the
sake of consistency only.2.3. Data evaluation
spICP-MS measurements on the NexION 350 with 20 micro-
second time resolution produced millions of data points during
the usual 60–100 s acquisition time of single nanoparticle
analysis. Thus pre-processing of the collected data was neces-
sary prior to the statistical evaluation. For this purpose, we
developed and used a macro-based program, written in Visual
Basic for Applications (Microso, USA). This program localized
and counted individual particle events in the dataset and
calculated their duration. Particle discrimination was based on
the condition that a NP peak should be preceded and followed
by at least three data points with zero signal. The duration of
each NP (ion cloud) transit was then calculated as the product of
the number of data points in that event and the dwell time (20
ms). The mean transit time was calculated by averaging the
individual transit times for only those particles which gave
a total particle signal within a 5% range of the mode of the
signal histogram. The total particle signal for a given NP
detection event was obtained as the sum of the time-resolved
signals in that event.
The data processing for spICP-MS measurements with
normal (millisecond) time resolution and the statistical evalu-
ation of all spICP-MS data was performed using Origin 8.5
(OriginLab, USA) soware. Data evaluation in spICP-MS typi-
cally involves the plotting of histograms (frequency vs. counts
diagrams) produced from the collected data points. For Agilent
7700 TRA data, we use background correction by subtracting
the mode of the background peak (ttable by a Poisson func-
tion) from the mode of the particle peak (ttable by a lognormal
function). The TRA data output by the NexION soware has no
background (the signal discriminator is set in the soware
automatically at a relatively high level thereby eﬀectively elim-
inating the background signal, but also slightly decreasing the
sensitivity). All histogram operations were carried out using
unit bin sizes. Particle signals in all graphs of the present paper
are shown as “characteristic pulse intensity”, which refers to the
characteristic (total) particle signal at the mode of the histo-
gram peak.3. Results and discussion
3.1. Eﬀect of particle volume on the NP signal
It is well established in the spICP-MS literature that the NP
signal intensity is proportional to the mass of the particle,
which can be converted into its volume by assuming compact
particles (bulk density). In the case of spherical particles, whichJ. Anal. At. Spectrom., 2017, 32, 2455–2462 | 2457
Fig. 2 Joint linear signal vs. particle volume correlation plot for
spherical (clear circle) and rod-shaped (black rhombus) nanoparticles,
obtained by using normal resolution spICP-MS measurements (dwell
time: 6 ms). The inset zooms in on the initial part of the plot. Error bars
in the y direction indicate standard deviation from three repeated
measurements, while in the x direction they are equivalent to 5% RSD.
Fig. 3 Linear transit time vs. particle diameter plot for spherical gold
NPs, as determined by HR-spICP-MS (dwell time: 20 ms). Error bars in
the y direction indicate standard deviation from three repeated
measurements, while in the x direction they are equivalent to 5% RSD.
JAAS Paperis the almost exclusively studied geometry so far, this gives the
diameter of the particle.15,22–25 Based on this, it should also be
possible to estimate the volume of nanorod particles by
conventional spICP-MS measurements, aer size calibration
with spherical NP standards.
According to our measurements, the signal from rod-shaped
particles indeed ts well to the linear calibration (signal versus
volume) plot, as can be seen in Fig. 2. Please note that in all
experiments in this study related to particle volume, the average
volume of nanorod particles was calculated by considering
them to have a cylindrical shape terminated by a hemisphere at
each end and using the dimensional data shown in Table 2.
Slight inaccuracies of this estimation can explain the small
scatter of data points for nanorod particles in the plot. This
linear correlationmeans that the volume of nanorod particles of
an unknown size can be assessed by conventional spICP-MS
measurements.
It should also be mentioned that the minimum (spherical)
particle size that could be detected was estimated to be 24 nm
with the three sigma methodology. This converts to about 7234
nm3 particle volume. At the same time, the smallest volume
nanorods used were AR 2.63 and AR 3.80 particles, which had
particle volumes of about 10 813 nm3 and 11 014 nm3, respec-
tively. Thus, the sizes of the nanorods we measured were clearly
above the detection limit.
3.2. Eﬀect of particle geometry on the high resolution signal
time prole
High time resolutionmakes it possible to assess the transit time
of the ion cloud originating from a single NP;26,27 hence the
transit time is now known to be in the hundreds of microsec-
onds range. With some of todays ICP-MS instruments, such as
the NexION series, 10 or 20 ms dwell times are available; thus the
transit time can be determined relatively accurately (with e.g.
5% or less error). The downside is that high time resolution2458 | J. Anal. At. Spectrom., 2017, 32, 2455–2462comes with some loss of sensitivity;17 for example, even under
optimized plasma conditions we could not detect gold nano-
spheres smaller than 30 nm on the NexION 350. This loss of
sensitivity occurs because the total NP signal is sliced up leaving
only a very small signal in each 10–20 ms dwell time window for
small NPs that can be easily buried in background noise. In
addition, the signal-to-noise improvement associated with the
averaging realized in normal (ms) time resolution can not be
eﬀectively used here, as the high resolution signal time prole
shows particle-to-particle variation.19 These eﬀects aremore and
more enhanced with decreasing dwell time, which led us to
choose 20 ms time resolution for our experiments.
Our transit time measurements revealed a fairly linear
correlation between the particle diameter and the transit time
(Fig. 3) for spherical particles in the studied range. Please note
that although it is reasonable to expect that the transit time
converges to zero with the decrease of the particle size, here the
intercept of the tted line is slightly positive (the transit time
may converge to zero in an order higher than linear). This is
probably caused by the combination of several eﬀects, which
aﬀects the detection of particles near the size detection limit
more severely. First and foremost, the background correction
on the NexION slightly overestimates the background level,17
which is generally benecial, but also shortens the measurable
transit time of small particles. Second, there are several physical
processes in the plasma which inuence the transit time of the
ion cloud during a detection event: the smaller a particle is, the
faster it will be evaporated, meaning that more time is le for
the ion cloud to expand during its passage through the plasma
via diﬀusion and mixing. This theoretically increases the transit
time, but also decreases the signal intensity in each dwell time
window, which may be detrimental for particles near the
detection limit.
When examining the transit time of ion clouds from nano-
rods, the question arises as to whether these particles assume
a certain orientation during their ight between the sprayThis journal is © The Royal Society of Chemistry 2017
Fig. 4 A comparison of the high time resolution signal time proﬁles for 30 nmdiameter spherical gold NPs (panel A) and for 2.63 aspect ratio gold
nanorods (panel B). In each panel, the two extreme time proﬁles (with the shortest (dashed dotted line) and longest (solid line) durations
observed) as averages for 40–50 particles are shown.
Paper JAASchamber and the plasma or not. This distinct orientation, if it
exists, should be the one dictated by aerodynamic eﬀects,
namely that the axis of nanorods is aligned with the direction of
the carrier gas ow. It has to be considered that there is very
little time for such alignment, since it could only occur aer the
droplet containing the NP in a random orientation is dried (the
solvent is evaporated by the radiant heat from the plasma) but
before the plasma starts to evaporate the NP material. Thus this
notion is highly improbable, but nevertheless it was necessary
to experimentally test it due to its relevance. To this end, we
statistically evaluated several thousand individual NP time
proles.
For the sake of comparison, the two panels of Fig. 4 show the
HR-spICP-MS signal time proles for spherical and rod-shaped
gold NPs. All spherical NPs were found to produce a reasonably
Gaussian-shaped signal time prole with very similar durations,
whereas time proles of nanorods were seen to vary randomly in
shape between the two extremes represented in Fig. 4b, namely
the average proles for the shortest and the longest transit of
the particles. As can be seen in Fig. 4b, there is a signicantFig. 5 Correlation between the attributes of the transit time of
nanorods and their aspect ratio. Error bars indicate standard deviation
from three repeated measurements.
This journal is © The Royal Society of Chemistry 2017diﬀerence between the duration of the shortest and the longest
transit, although their integrated areas (total NP signal) are
similar. This conrms the plausible conjecture that the nano-
rods are not aligned along the direction of the carrier gas ow
during their ight, because if they were then all their individual
time proles should exhibit similar durations. It seems to be
reasonable to assume that the shortest duration time proles
belong to nanorods whose longitudinal axis is perpendicular to
the direction of propagation (“vertical” in most ICP-MS instru-
ments, where the plasma torch is horizontal), and consequently
the longest duration time proles belong to “horizontally”
aligned nanorods. Between these two extremes, all other
orientations, and hence signal durations, also occur.
Therefore, the shortest and longest transit times detected for
a given nanorod particle are interrelated with the width and the
length of the particle, respectively. Although the relationship is
probably complex (in addition to the eﬀects discussed above in
relation to Fig. 3, now the expansion rate of the ion cloud in the
x, y and z directions can also be diﬀerent due to the shape of the
particle), it can be assumed to be describable by a monotonic
function. Consequently, the ratio of the longest and shortest
transit times can be expected to provide an indication of the
aspect ratio (length/width) of the nanorod. As is shown in Fig. 5,
our experimental data indeed show a fairly linear correlation
between these quantities. Fig. 6 shows the transit time histo-
gram data for the AR 2.25 nanorod sample as an example.
3.3. Analytical method for the characterization of nanorods
The correlations described in former sections make it possible
to suggest a method for the detection and dimensional analysis
of nanorods, based solely on ICP-MS measurements. In the
following, we rst describe the method and then apply it to the
analysis of the hemispherically capped cylindrical nanorods
used throughout this study.
The method rst requires the determination of the charac-
teristic particle volume (Vchar). This determination needs a few
spherical calibration NP standards and normal (ms) resolutionJ. Anal. At. Spectrom., 2017, 32, 2455–2462 | 2459
Fig. 6 Transit time histogram data for the AR 2.25 nanorod sample. Panel A: all transit time data, panel B: the shortest 5% of all transit time data,
and panel C: the longest 5% of all transit time data.
JAAS PaperspICP-MS measurements. As per Fig. 2, the volume determi-
nation is based on the characteristic pulse intensity, that is, the
signal for the mode of the histogram peak (Ichar). Second, the
signal time proles for the nanorod dispersion need to be
recorded using HR-spICP-MS measurements for several thou-
sand particles. The choice between 10 and 20 ms dwell time
should be made with consideration of the NP signal – the 10 ms
value, which gives a more accurate transit time determination,
is preferable provided that the particles are large enough to
provide a good S/N signal prole. Through the statistical eval-
uation of the signal time proles, the total particle signal and
the transit time need to be determined for each detected
nanorod particle. The former can be obtained as the sum of the
time-resolved signal prole in a detection event. In order to
lter the transit time data for the characteristic (most abun-
dant) nanorod particles, only those transit time values have to
be retained which gave rise to a particle signal equal to Ichar
within a reasonable (e.g. 5%) tolerance range. This typically
leaves at least 700 events in the dataset. Then, the transit time
data need to be ordered and the rst N and last N values in the
list have to be selected and averaged to obtain estimates for the
characteristic shortest and longest transit times (tshort and tlong
respectively). The representativeness can be ensured by
assigning a reasonable relative value (e.g. 5% of the total
number of detection events) to N, depending on the actual
number of detections. The aspect ratio can then be determined
based on tlong/tshort and by utilizing the plotted calibration
function in Fig. 5. Please note that for maximum accuracy, the
establishment of this functionmay require a fresh calibration to
be performed using a few nanorod particle standards, but this is2460 | J. Anal. At. Spectrom., 2017, 32, 2455–2462not a must, as the quantities plotted are relative ones and are
therefore, to some extent, immune to variations in the sensi-
tivity of the instrument.
It is easy to see that the volume (Vchar) and the aspect ratio
(AR) determined above exactly dene the characteristic length
(l) and width (w) of the nanorod particles. In the case of the
hemispherically capped cylindrical nanorods used in the
present work, the respective formulas are the following
Vchar ¼

w
2
2
pðl  wÞ þ 4
3

w
2
3
p ¼ w
2lp
2
 w
3p
6
AR ¼ l
w
the solving of which for w and l gives
w ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
6Vchar
ð3AR 1Þp
3
s
l ¼ AR
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
6Vchar
ð3AR 1Þp
3
s
Of course, the geometry calculations described here can be
adapted for other nanorod shapes too (e.g. purely cylindrical
nanorods or nanorods with a star-shaped cross section, etc.).
Note that the above formulas are also applicable to the case of
spherical particles (AR ¼ 1.0).This journal is © The Royal Society of Chemistry 2017
Table 3 Calculated width and length data for nanorods as determined
by high resolution spICP-MS measurements. The relative error is
calculated with respect to the data shown in Table 2
Width
(nm)
Length
(nm)
Rel. error for
the width (%)
Rel. error for
the length (%)
30.9 47.5 1.4 1.0
32.9 66.7 2.3 1.6
30.3 63.7 4.3 2.7
29.9 67.8 4.9 3.0
17.2 46.3 1.7 1.1
28.9 85.2 5.4 3.1
15.9 55.7 4.8 2.7
15.9 74.7 1.6 1.9
Paper JAASFor our nanorod samples, Table 3 lists the particle length
and width data determined by the above ICP-MS method, as
well as the error of determination with reference to the actual
dimensions of the nanorods (Table 2).
As can be seen, the accuracy of the method is quite reason-
able (the relative inaccuracy is below 6%), which compares
favourably with the relative inaccuracy of the reference values.
The measurement time is also short; once the calibration of the
instrument is done, each sample can be analyzed in 3–5
minutes. The only sample preparation is dilution, if it is needed
at all. Please note that the added benet of a purely ICP-MS
based analysis is that it can also provide information about (i)
the number concentration of the dispersion and (ii) the
composition of the NPs.
It can also be added that the accuracy of the method can be
enhanced by increasing the number of detected and processed
particle signals. Although it is usually already in the range of
thousands in a couple of minutes of acquisition time, the use of
high time resolution can further boost this number. The reason
for this is that the minimum time separation between incoming
particles needed to observe separate NP detection events is
reduced; instead of a fewmilliseconds, it can be as little as a few
times 10 ms. This may allow the analyst to work with dispersions
that have as much as two orders of magnitude higher number
concentration (e.g. 106 to 107 mL1 instead of 105 mL1),
thereby largely increasing the number of detected particles
during the same acquisition time.4. Conclusions
For the rst time in the literature, a systematic investigation of
the signal time proles recorded with high temporal resolution
(20 ms) for rod-shaped nanoparticles was performed. The
experiments were carried out on hemispherically capped
cylindrical gold nanorods synthesized in the aspect ratio range
from 1.5 to 4.5. A comparison of NP signals and time proles for
spherical and rod-shaped NPs revealed that (i) the volume of the
particles can be assessed by conventional spICP-MS measure-
ments using a joint, linear calibration plot; and (ii) the shape of
time proles and transit times for equal-volume spherical and
rod-shaped NPs are diﬀerent, based on which the aspect ratio
can be calculated.This journal is © The Royal Society of Chemistry 2017By utilizing the above relationships, a new analytical
method, based solely on ICP-MS measurements, was developed
for the detection and dimensional analysis of nanorod-shaped
NPs. The method combines data from normal (ms-range) and
high (ms-range) time resolution spICP-MS measurements. The
accuracy of the method was assessed by employing it for the
dimensional analysis of eight gold nanorods with diﬀerent
aspect ratios. It was shown that the length and width of the
particles can be determined with 6% error or less. Please note
that since the similarity of nanoparticles in any batch is always
limited, the reasonable expectation can only be to obtain
characteristic values for the dimensions, describing the most
abundant particles (mode of the size distribution histogram).
Although the method was here only tested for hemispherically
capped cylindrical gold nanorods, it should be easy to apply the
method to other nanorods too.Conﬂicts of interest
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